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Abstract 
By energy-filtering transmission electron micros-
copy (EFTEM) electrons can be separated by their ener-
gy losses. An electron-energy filter, added to the micro-
scope column allows the measurement of the energy dis-
tribution of transmitted electrons that have lost energy 
( < 2,000 eV, with an energy resolution of - 1 eV). 
These filtered electrons, recorded either as a spectrum 
or as an image, are composed of two parts superimposed 
on top of each other: (a) the unspecific energy-loss pop-
ulation (= the continuum) and (b) the specific element-
related energy-loss population (= the edges). At the 
edges, electron data in spectra and images are mathemat-
ically processed, to obtain the desired element-related 
net-intensity values or images. These data are related to 
the total transmitted electron intensity, from the zero-
and low-loss spectral region giving the relative spectral-
or image intensity ratios (5R*x, 1R*x), which can be re-
lated to the element concentration. The acquisition of 
the zero-loss and low-loss data is hampered by the re-
stricted dynamic range of the TV camera. By improve-
ments through the introduction of calibrated attenuation 
filters in the optical path to the TV-camera, more reli-
able values for 5R * x and 1R * x can be acquired. By addi-
tion of Bio-standards adjacent to the tissue, a "known" 
and "unknown" concentration of the element present in 
the same ultrathin section and the "bias" in the concen-
tration estimation, can be obtained. Some practical ex-
amples are given for the estimation of the iron concen-
tration in siderosomes, boron in melanosomes and cal-
cium in calcium oxalate monohydrate crystals. 
Key Words: Energy-filtered transmission electron mi-
croscopy, Bio-standards, biological materials, light-
attenuation filters, ferritin particles, calcium oxalate 
monohydrate crystals. 
• Address for correspondence: 
W.C. de Bruijn, 
AEM-unit, Pathological Institute, Ee 902, 
Erasmus University Rotterdam, P.O.Box 1738, 
3000 DR Rotterdam, The Netherlands. 
Telephone no.: (31) 010-4087922; Fax: 010-4366660 
693 
Introduction 
In electron microscopes, incident electrons from 
the electron gun may interact with the atoms of the (bio-
logical) material in a variety of ways. Single and multi-
ple, elastic and inelastic scattering events may take 
place. A result of these events is that the incident elec-
trons lose energy. The degree of energy-loss with re-
spect to the travelled distance (section thickness, t) has 
been related to parameters of the material [35, 40]. 
When the layer of material is extremely thin, incident 
electrons may pass the material without any or just one 
single interaction. In that case, the number of trans-
mitted zero-loss electrons relative to the number of in-
cident electrons, is dependent on the material's thick-
ness. By ignoring the elastically-scattered electrons, the 
energy losses of inelastically scattered electrons disclose 
the nature of the elements or chemical bonds present in 
the irradiated area. In the total population of the trans-
mitted inelastic electrons, the majority of the energy-
losses cannot be related to a definable element or a 
chemical bond. These electrons form a continuum, 
steadily deceasing in energy. The inelastic electron pop-
ulation, which can be related to element-specific inter-
actions, once recorded, is observed as irregularities, 
called edges, at defined positions in this continuum pat-
tern [35]. It is beyond the scope of this review to de-
scribe the details of the physics behind these events. 
This review will be restricted to the aspects of the spec-
trum- and image acquisition of the transmitted electrons. 
Hence, the instruments for recording will be limited to 
scanning and conventional transmission electron micro-
scopes (STEM and CTEM). Electron optical aspects 
(covered in textbooks, e.g., see [35]) will also not be 
addressed. 
Microscopes with energy-filtering capacities have 
in common that an electron spectrometer is incorporated, 
either in- or outside the column. Energy-filtered elec-
tron information can be recorded as spectra and/or im-
ages under both CTEM- and STEM conditions. In Fig-
ure 1, a CTEM cross-section is shown with an in-column 
spectrometer of the prism/mirror/prism type according 
to Castaing/Henry, in the modification of Ottensmeyer 
[35, 65]. Other magnetic-sector (0 type) spectrometers 
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Figure 1. CTEM cross-section with an in-column spec-
trometer of the prism/mirror/prism-type according to 
Castaing/Henry/Ottensmeyer. Conjugate planes and the 
position of the various diaphragms are indicated at the 
left and right side. 
[49, 67] are presently incorporated in one of the planes, 
conjugate with the back-focal plane of the objective lens. 
Out-column magnetic-sector spectrometers are generally 
placed in the conjugate plane below the final screen. 
Additional quadrupole and octupole lens systems may be 
added to obtain an image [48-50, 52]. From both instru-
ment types, spectra are acquired as electron-intensity 
recordings related to energy-loss over, e.g., 0-2,000 eV. 
Spectra (electron energy-loss spectroscopy, EELS) can 
be recorded serially, with the use of counting devices, 
e.g., a photomultiplier tube (PMT), or in parallel, with 
a linear diode array or with a television (TV)- or charge-
collection device (CCD) camera [36, 43]. 
When inhomogeneous specimens are analyzed, it 
is a prerequisite that the area from which the spectral in-
formation is derived can be indicated within a corre-
sponding image. For the recording of element-related 
images, STEM instruments make use of the digital-beam 
scan mode. MultiJ:>le spectra are acquired from an array 
of analyzed areas (162 to 2048 2 spots) projected over a 
part of the specimen. The spectral information is stored 
digitally, on disk. From the stored spectra, an energy-
filtered image can (off-line) be reconstructed or (on-line) 
projected on a screen or camera with the use of addition-
al lens systems [11-15, 49, 50]. For image recording in 
the CTEM-instruments, multiple energy-loss related im-
ages have to be acquired, by projection on an image sen-
sor (e.g., in a TV- or CCD camera). The intensity 
values, f,resent in the images, have to be digitized (5122 
or 1024 ), to allow image operation and mutual compari-
son (off-line) [80]. The pros and cons of the two instru-
mental approaches are discussed in the literature [58, 
59]. At the present state of the art, for in situ analysis 
of biological specimens, a CTEM/image combination 
may be preferred, because in such specimens a high de-
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gree of local variation in items of interest is present and 
high magnifications with atomic resolution are mostly 
not required. The contrast-sensitive digital CTEM im-
age resembles the conventional analogue micrograph and 
might be considered to represent a summation of several 
element-related image fractions. Qualitatively, it suf-
fices to relate the localization of a single element in one 
image to the contrast-sensitive image, or to combine the 
localization of two or more element-related images. For 
that purpose, false-color images are made from the bina-
ry element-related images which are subsequently super-
imposed [l, 3, 4, 41, 42, 79]. 
The chemical elements to be detected in the cells 
and tissues, have to be preserved or protected against the 
influences of all steps in the tissue-preparation proce-
dure, required for TEM. For the majority of biological 
materials, structural preservation by aldehyde-fixation is 
considered to be adequate. However, under such condi-
tions only those endogenous elements can be investigated 
that have resisted both an aqueous dissolution during fix-
ation and an organic-solvent dissolution during dehydra-
tion and embedding [53]. In (immuno)-cytochemistry 
and in situ hybridization, generally after aldehyde fixa-
tion, elements can be introduced into the tissue [17, 51, 
78-80]. Such (reaction) products have to be protected 
against the dissolution phases that follow, to allow TEM 
observation. 
Cryo-fixation, combined with freeze-drying or 
freeze-substitution plus conventional or low-temperature 
resin embedding is considered to preserve most, if not 
all, endogenous elements. Conventional wet-sectioning 
procedures have to be abandoned and replaced by dry-
sectioning procedures [7, 31-34, 96, 98, 102-107]. The 
section thickness has to meet the requirements related to 
the mean free-path condition of energy-filtered transmis-
sion electron microscopy (EFTEM): one single scatter-
ing event per passage through the section. Attention has 
to be paid to the aspects of elemental dislocation, spatial 
resolution, and detection limits [29, 33, 106, 107]. 
This review concentrates upon the acquisition of 
quantitative morphometrical and/or chemical information 
from items of interest in cells by EFTEM. Qualitative 
and quantitative results acquired by a point-analysis/ 
spectrum mode will be compared with those in the im-
age-mode from the same type of material. The general 
question to be answered is: do both information streams 
give comparable results (which theoretically has to be 
the case). The aim is to show that for biological materi-
als, irrespective of the answer to that question, much is 
to be gained from image analysis provided technical pro-
blems can be overcome and the reliability of the analyses 
by the image mode can be demonstrated. In this paper, 
various aspects (slit-width; slit-positions around the 
edge; addition, subtraction or division of images; width 
of the integration zone; number of images in the fitting 
zone) related to a comparison between results acquired 
by spectra and by images are investigated. The pro-
posed quantitation procedure will be restricted to cells 
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Figure 2. Schematic cross-
section of the lower part of 
the CTEM 902 microscope 
in which the components of 
the image analysis chains 
are shown in relation to the 
Olivetti personal computer 













and tissues in which the endogenous elements have re-
sisted aldehyde fixation, resin-embedding and wet-sec-
tioning procedures. With Bio-standards added to the tis-
sue prior to embedding, and present in the same ultrathin 
section, the "bias" in the concentration determination 
has also been determined. 
Materials and Methods 
In our laboratory, EFTEM is performed with a 
Zeiss 902 TEM (Oberkochen, FRG), connected to an im-
age analyzer (IBAS, Kontron/Zeiss, Oberkochen, FRG) 
and a personal computer (Olivetti M280). In Figure 2, 
the spectral- and image-analysis chains are shown sche-
matically in relation to the other control units of the 
microscope. 
Instrumental details can be found elsewhere [6, 
72-74, 79-82]. In short (see also Fig. 1), after the pas-
sage through the energy filter, the energy contents of the 
back-focal plane of the objective lens is projected as an 
energy-dispersed line in the energy-dispersive plane. In 
that plane, parts of the energy-dispersed line can be se-
lected through the introduction of a slit. The slit width 
used for spectra acquisition is 1 eV, and for the acquisi-
tion of images is 10 or 15 eV. Spectra are acquired by 
irradiating an area in the specimen by a stationary beam 
of incident electrons. By changing the magnification, 
the size of this analyzed area can be varied from 7.5 nm2 
to 80 µm 2. The spectral information collected from that 
area is an average. Spectra are collected serially with 
the use of a photo multiplier tube (PMT), over an energy 
range of 100 eV before to 100 eV beyond the specific 
edge. During spectral acquisition each channel (width 
= 1 eV) is sampled with a dwell time per channel of 
about 500 ms. Spectral information per channel is 
stored 12 bit deep. To reduce noise, sometimes five 
spectra, recorded one after the other, are averaged. A 
quantitative spectrum analysis (QSA) module is used to 










In addition to the serially-recorded spectra by the 
PMT, parallel-recorded spectra can also be acquired [28, 
36, 37]. From the energy-selective plane, about 70 eV 
wide, parts of the energy-dispersed line are projected in 
the TV-camera in the image-analysis chain to the !BAS. 
In this pathway, optical attenuation filters can be intro-
duced such that the same gain, black level and kV set-
tings of the camera can be maintained for the acquisition 
of parallel electron energy loss (PEEL) spectra in both 
the elemental-edge range and the zero- and low-loss 
range. In these images the corrections for dark current 
(!dark) and shading (!shad) of the gross-intensity image 
(Iacq), as proposed by Ross Messemer et al. [76], are 
incorporated. From the image of the energy-dispersed 
line, the intensities are acquired by data bunching (10 
pixels = 1 eV) along the line, and summation and aver-
aging of pixels (1-21) perpendicular to that line. The 
final intensity is converted into a relative intensity 
versus energy-loss diagram. The !BAS is used to trans-
fer this information to a personal computer for process-
ing with curve-fitting modules. QSA-module used for 
the serially recorded spectra are applied to extract the 
desired IK L M wvalues. In the image mode of the pro-
jector lens, 'energy information that passes the slit can 
also be projected as an image on the large screen or di-
rected into a TV-camera by a small screen. This is 
called electron spectroscopic imaging (ESI). The ener-
gy-filtered images (and PEEL spectra) are recorded with 
a SIT-camera (Bosch, AEG, Amsterdam, Netherlands). 
Parts of the energy-dispersed line are isolated by the slit 
in the energy dispersive plane to allow image formation. 
All images are averaged 100 times and corrected for 
shading by subtracting an out-focus image. Some im-
ages acquired by ESI have been given specific names: 
(a) zero-loss images, in which elastic- and in-
elastic-scattered electrons are excluded from the image 
formation and only zero-loss electrons pass the slit. 
(b) E250-images, in which the contribution to the 
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Figure 3. Light-attenuation filter holder in the C-mount 
of the Bosch TV camera. 
image formation of electrons derived from the element 
carbon is minimized, by placing the slit just before the 
carbon edge. As a consequence, all carbonaceous parts 
in the image are black, and sulphur and phosphorus con-
taining parts are bright. Alternatively, parts with a high 
local mass will appear as bright in these so called dark-
field images. 
(c) Element-related images, in which electron in-
formation collected around ionization edges is included 
in the image formation. When spectral results have to 
be compared with results acquired in the image mode, 
decisions about slit-width, position and intervals between 
the images in the fitting zone (r zone), and the width of 
the integration zone (.i zone) have to be taken. More-
over, it has to be realized that some results to be com-
pared are acquired by two different electron detectors 
(PMT and TV camera). To minimize beam damage of 
the specimen, the acquisition of spectra and images is 
aided by a remote-control unit. In that case, the areas 
to be analyzed, are selected at very low beam intensities, 
and the x-y-coordinates of the area are stored. Then the 
beam conditions are optimized and subsequently all pre-
viously-stored sites are analyzed automatically one after 
the other in one run. The spectrometer settings are 
made manually. The data are stored on disk and are 
processed off-line. 
The spectra and images are processed by quanti-
tative spectral (QSA)- and image-analysis (QIA) modules 
[27, 81, 82). The QSA module includes parts for objec-
tive ionization-edge identification and for curve fitting 
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[27). At each individual edge, first the actual position 
is accurately determined. Methods to acquire this posi-
tion, and subsequently the edge identification, have been 
published [81, 82]. In short, the first or second deriva-
tive of the spectrum is used to find the proper position 
on the energy axis. The obtained eV value ( = Ern) is 
compared with a table which includes the known edge 
values from all elements. Energy-scale calibration, ei-
ther using the position of the zero-loss or the carbon-
edge, is applied to correct for observed offsets. Among 
the curve-fitting modules available: Simplex, steepest 
descent, log/log or linear, the Simplex method is used in 
most cases [8, 62, 64, 72, 84, 99). 
In spectra, two ratios play an important role: Rx 
and R\ [82]: 
Rx = IK,L,M,N / (lb +IK,L,M,N); 
R * x = IK,I.,M,N I !(zero-loss + low-loss)· 
In those cases where the spectral Rx values have to be 
compared with those derived from images, the difference 
is indicated as •Rx and 1Rx or 8R * x and 1R * x respectively. 
The Rx value, cannot be used for quantitative estima-
tions, as the term (lb+ IK,L,M,N) does not represent the 
total mass. The QIA-module includes fitting procedures 
for an assumed linear- and power-law relation and sub-
traction of the continuum portion of the digital images. 
In the resultant (IK,L,M,N)-image, grey values are objec-
tively segmented and related to other image values. Cal-
culation procedures are similar to those applied to spec-
tral values. One of the problems related to quantitative 
EFTEM, is the difference in intensity between images 
acquired at the zero- and low-loss region, and those at 
the edges further away on the energy scale. These inten-
sity differences may exceed the dynamic range of the re-
cording system. As a solution to that problem, a new 
feature, the light-attenuation filter, is proposed which 
can be introduced in the optical path of the image chain 
(Fig. 3). Grey-filters (Kodak, Odijk, Netherlands), with 
a known optical density (O.D.), can bring the intensities 
present in the images (and parallel spectra) within the 
dynamic range of the TV camera. 
The biological materials investigated are alde-
hyde-fixed cells or tissues (1.5 wt % glutaraldehyde in 
0.1 M cacodylate/HCl buffer, pH 7.3). In cells, the 
concentration of endogenous elements, e.g., iron con-
centration in ferritin and siderosomes in liver parenchy-
mal cells from biopsies from patients with an established 
hemochromatosis, are also investigated. Exogenous ele-
ments are introduced either prior to fixation or after 
aldehyde fixation by a cytochemical reaction [51, 82). 
To aid in a Boron Neutron Capture Therapy pro-
gram, experiments are performed in which a series of 
boron containing compounds are tested. The incorpora-
tion, presence, and possibly the concentration of intra-
cellular boron are investigated by EELS analysis. Inside 
pre-melanosomes, the presence of intra-cellular boron is 
shown after 24 hour cultivation of melanotic Bl6 murine 
melanoma cells with borocaptate sodium [95). 
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Figure 4. A compiled spectrum including the zero- and low-loss region, and the C, Ba and Ce edges. 
- - -- ------ --- --- ---------- -------- -- ------------- ------- ----- -- ------------ -------- -- -----
To aid in investigations concerning kidney-stone 
formation, polarly cultured tubule lining cells were chal-
lenged with oxalate. The presence of calcium is detect-
ed in calcium oxalate monohydrate (COM) crystals in-
side polarly-cultured LLCPK 1-cells. Intracellular crys-
tals are acquired after a 24 hour oxalate load at the api-
cal side of the cells with 500 µMol lithium oxalate in 
complete medium. In all cases, the aldehyde-fixed cells 
or tissues are dehydrated in graded ethanol or acetone 
series and epon embedded. Wet-sectioned, unstained, 
ultrathin sections, collected on bare 400 mesh copper 
grids, are used for analysis. 
Bio-standards with known externally determined 
element concentrations, are used for spectral- and image 
quantification. Bio-standards are Chelex 100-based ion-
exchange beads or particles with a diameter between 50-
75 µm into which cations are immobilized. Bio-stand-
ards are commercially available from Bio-Rad (Veen-
endaal, Netherlands). The mean concentration of the 
elements is determined by neutron activation analysis. 
The specific mass of these beads is determined by mea-
suring the mean volume from a weighted amount of 
beads, with the aid of a Coulter Counter Multisizer II 
(General Electric, Coulter Div., Luton, U.K.). The 
beads can be co-embedded with the tissue containing the 
"unknown" concentration of the same element. Because 
the unknown and the Bio-standard with the known con-
centration of the element are present next to each other 
in the same section, both sites were assumed to have the 
same section thickness [9, 10, 18-24, 63, 94). Both 
sites are included in the same run of the remote-control 
program. 
Bio-standards are also used as test-objects for 
instrumental-parameter control. Because the mean con-
centration of the Bio-standards is constant, their mean 
Rx values are constant. This fact can be used to monitor 
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the influences of instrumental parameters or computation 
procedures. The presence of the energy filter is also 
used for contrast-sensitive imaging of thick (1-3 µm) 
epoxy sections [44, 45, 66, 68, 91]. 
Morphometric analysis has been applied to all 
three types of images and proceeds along the same lines. 
Grey-value frequency histograms are obtained from the 
digital, shading-corrected images. In these histograms, 
the contribution of each population (embedding medium, 
cytoplasm, nucleus, particles or lysosomes) is objecti-
vely separated, making use of the first derivative of the 
histogram. Other segmentation procedures can also be 
applied [93). Following this segmentation step, the rela-
tive area occupied by each population is determined by 
counting the pixels in the various segments. Subse-
quently, making use of conventional EM magnification-
calibration methods, the area in pixels is converted to 
the area in nm2 or µm 2 . It has been shown [79, 80] that 
the area of colloidal gold and thorium particles, measur-
ing about 1-2 nm in diameter, can reliably be segmented 
and measured. 
Results 
Quantitative spectral analysis (QSA) 
Serial EEL-spectra. Figure 4 shows an extended 
spectrum including both the zero-loss and part of the 
low-loss region. The carbon edge (at 284 eV), the bar-
ium edge (at 781 eV), and the cerium edge (at 883 eV) 
are visible as ridges on a steadily decreasing continuum. 
In Figure 4, AG indicates the steps in the PMT-gain in-
troduced to bridge the intensity differences. In our 
PMT-spectral acquisition line, these steps are manually 
switched amplifiers. The continuum is assumed to fol-
low a power law as a function of energy loss: 
I(E) = A * ffr (1) 
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Figure 5. Relation between the spectral fitting- and in-
tegration zones and the images, acquired with a given 
slit (S) of width (Ws ;) both in the edge- and the zero-
loss plus low-loss region. 
Figure 6. Parallel EEL spectra. (a) A PEELS iron 
spectrum from an iron containing lysosome (sidero-
some). (b) A PEEL spectrum of an iron containing Bio-
standard. The (30 eV wide) r-regions for exponential 
fitting and extrapolation for subtraction of the continuum 
beyond the edge, are hatched. The vertical bars indicate 
the A-region of 30 eV. (c) The intensity reduced PEEL 
spectrum (corresponding to Fig. 6a) of the [E(zI+n)l re-
gion, with an optical filter installed (O.D. = 5), from 
the siderosomal area. (d) Similar PEEL spectrum of 
[E(zl+ n)l region from the Bio-standard's area corre-
sponding to Fig. 6b. 
The zones around the Ern's are divided in pre-ionization 
(PIE) and ionization edge (IE) areas. In the PIE area, a 
zone (called r-range) with a width of 100 or 50 eV, is 
used to estimate the values A and r in eq. 1 using a 
curve-fitting model mostly based on a least squares ap-
proach or a maximum-likelihood procedure based on 
Poisson statistics [92]. The accuracy and precision of 
these methods are extensively discussed and compared 
[5, 8, 13, 14, 16, 35, 37, 54-58, 60, 69, 70, 78, 85-88, 
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Figures 7a-i. This series of images show the conse-
quence of the choice of fitting procedure upon the area 
occupied by the net-intensity of the element. Figures 7a 
and 7b show two pre-edge images (648 eV and 688 eV), 
while Figure 7c shows the Fe gross-intensity image at 
728 eV. The images in Figures 7d-f are the Fe net-in-
tensity images and in Figures 7g-i their binary Fe net-
intensity images. Figures 7d and 7g are acquired after 
application of a power-law fitting method, Figures 7e 
and 7h after a linear fitting method, and Figures 7f and 
7i after application of the two window method. 
92, 97, 101]. Once the values of A and r have been ob-
tained, they are used to extrapolate the continuum to the 
region beyond the Ern. This allows one to determine the 
IK L MN -value over the A-range by subtracting the con-
tinu~m component. When this value is related to the 
zero- plus low-loss intensity (IzI+n), representing the 
total mass of the irradiated analyzed area, the relative 
element concentration can be estimated. When related 
to the net-intensity values from other elements present in 
the same irradiated area, elemental ratios can be ob-
tained. 
In Figure 4, areas are marked by vertical and hor-
izontal lines, from about 15 eV wide, which indicate 
spectral zones from which images can be acquired 
through the introduction of the slit. In Figure 5, this 
situation is exemplified. In the PIE area, a r-range, 
with a width of 100 or 50 eV (Wr), is indicated. This 
zone is sampled by a slit (S) with slit-width (As ;) , used 
to estimate the values of A and -r in eq. 1. The same 
curve-fitting models, based on least squares approaches 
or a maximum-likelihood Poisson statistical procedures, 
are used for images. Other methods using linear extra-
polation and a two-window method have also been pro-
posed [35]. After subtraction of the calculated lb-image, 
Energy Filtering TEM in Biological Specimens 
Table 1. AreaFe fractions and RFe values from the same image (present in Fig. 7), 
after a two window (PIE), a linear- (LIN), and power-law (Log) fitting procedure. 
PIE Lin Log 
IR A (µm2) IR A (µm2) IR A (µm2) 
SR 
X 
X X X 
E~1 (713 eV) 0.10 1.539 0.16 1.580 0.13 1.457 0.41 
E~ (728 eV) 0.17 1.569 0.20 1.577 0.19 1.567 0.35 
30 
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Figure 7k. The relation of the slit positions for the images in a spectrum and 
the three fitting procedures is shown schematically. 
the element's net-intensity (IK)-image is obtained. Simi-
larly, several images in the A-range beyond the edge 
have to be acquired. In Figure 5, the position of the 
A-~on~ is deliberately not chosen at the onset of the edge 
to md1cate that the optimum for this position and the 
width of this zone (w .i) has to be established. When 
these Irimage(s) are related to the zero- plus low-loss 
intensity Ciz1+n)-images, representing the total mass of 
the irradiated analyzed area, relative element-concentra-
tion images can be obtained. For estimation of the con-
tinuum beyond the edge: Wr "" W .1· For concentration 
calculations: W ,1(IK) = W ,1(Izi+n)- In both cases, sev-
eral images have to interrelated and/or added. The fit-
ting and calculation procedures have to be applied to 
each pixel in the (5122) images. 
Parallel EEL (PEEL) spectra. The application 
of the calibrated attenuation filters to acquire intensity-
reduced PEEL spectra from the zero-loss plus low-loss 
[E(zl+n)l region for an iron-containing lysosome (side-
rosome) and an iron-containing Bio-standard (for an ex-
planation of the use of Bio-standards, see below) is 
sho":n i~ Figures 6a-d. Manipulation of these spectra by 
apphcat10n of the QSA-module resulted in a spectral 
PR*Fe value. In Figures 6a and b, the fitting procedure 
applied is the log/log method. True PR*Fe-values, inte-
grated over 30 e V, are: 4. 3 l 4x 10-6 for the siderosome 
and 2. 613x 10-6 for the iron Bio-standard. The final iron 
concentration in the analyzed area of this siderosome is 
calculated according to: 
* * Nsid = R sid / R st · Nst (2) 
When, e.g., Nst = 1800 Fe atoms, this will result in 
2971 iron atoms to be present. 
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Quantitative image analysis (QIA) 
Image analysis will be divided in two parts: (a). 
segmentation and morphometry of contrast-sensitive and 
element-related images, and (b) acquisition and analysis 
of elemental net-intensity images. 
Morpbometric analysis. Image segmentation and 
morphometry are rather important image processing 
steps that allow both structural and compositional image 
analysis from heteromorphic objects in the cells. For 
structure analysis, zero-loss and E 250-images, are used 
as contrast-sensitive images, to which element-related 
images from the compositional analysis are related by 
superposition of two images. A protocol for objective 
segmentation of items of interest in such images has 
been proposed before [80]. 
Acquisition and analysis of elemental net-inten-
sity images. The same procedures, as applied to spectra 
have to be applied to a series of images acquired around 
the Ern. 
To demonstrate that 1RFe values can be acquired 
and 1RFe and 5RFe can be compared, cross-sectioned Bio-
standards were analyzed. The mean 1RFe value is: 0.21, 
the ~oefficient of variance (CV) = ± 17 % (acquired by 
the image mode/TV chain, slit width 15 eV, linear fit-
ting mode, n = 6) from an analyzed area (1.60 µm2) and 
for W .1 = 15 eV. This value differs from the mean 5RFe 
value: 0.14, CV = ± 7% (n = 6), acquired under simi-
lar conditions by the spectrum mode/PMT chain and 1 
eV/channel. However, the interval between the individ-
u_al_ values is constant. It is realized that the applied 
httmg procedure will influence the final result. These 
effects were investigated. The results are shown in 
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Figure 7. Figure 7k, shows schematically, the slit posi-
tions around the IEFe used in our experiments. Previ-
ously, one pre-ionization-edge image was subtracted 
from the ionization-edge image, the so called two win-
dow method (Fig. 7k, image 7 minus image 6). This 
method underestimates the element net-intensity portion. 
More accurate is the linear fitting method, which may 
overestimate the element net-intensity portion when the 
continuum is subtracted. The best method is considered 
a fitting procedure that follows a power-law model. 
Both methods assume a relation (linear, power law) 
between the image-intensities in the continuum of the 
r-range, which is used, for each pixel in the image, to 
calculate the extrapolated continuum portion in the 
image(s) beyond the Ern. This extrapolated portion is 
subtracted, pixel by pixel, from the image(s) beyond the 
edge, to give the net-intensity image, which can be made 
binary (iron containing sites white, remainder black). 
In Figures 7a-i, as detailed in the figure legend, 
the consequences of the choice of the fitting procedure 
upon the area occupied by the net-intensity of the ele-
ment are shown. These images are acquired from a side-
rosome. The white, iron containing area in Figure 7i is 
smaller than in Figure 7g; whereas, the iron-containing 
area in Figure 7h is larger than in Figure 7g. From the 
images shown in Figures 7g-i, the area fractions and Rx 
values are calculated. 
Table 1 shows the results of these calculations fol-
lowing objective segmentation. The influences of fitting 
procedures upon the calculated rRFe values and Fe-areas 
confirm the observations shown in Figures 7g-i. The 
changes observed in the rRFe values confirm that the 
position of the slit in the ~-zone influences the calcu-
lated rRx value, as suggested in Figure 7k. The 1RFe 
values are compared to the same ratio in the serial spe-
ctrum from the same area (5RFe). 
To illustrate the practical application of the QIA 
procedure, two examples are given. The possibilities of 
compositional EELS analysis by images is shown in Fig-
ures 8a-c. The combination of compositional and struc-
tural analysis is shown in Figures 9a-c. 
QIA-procedure applied to calcium detection. 
The presence of calcium, intracellularly located in cal-
cium oxalate monohydrate crystals in cultured LLCPK 1-
cells, is shown in Figure 8. A power-law relation over 
a rather short r-range (Wr = 30 eV) is assumed to be 
present among the pre-ionization edge images (W d = 15 
eV). 
QIA-procedure applied to boron detection. In 
Figure 9a, a contrast-sensitive E250 eV image of melano-
somes-containing cells is shown. The presence of boron 
in such melanosomes is established by qualitative spec-
tral analysis (not shown). In Figure 9b, the boron gross-
intensity image is shown. In Figure 9c, the acquired bo-
ron net-intensity image is shown after a linear fitting 
model of three r-range images (not shown). The visibil-
ity of the cellular components of the image has disap-
peared. In Figure 9d, the boron net-intensity image in 
Figure 9c is superimposed over Figure 9a. The presence 
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Figure 8. (a). The contrast-sensitive E250 eV image (at 
low magnification) of intracellularly located Ca in cal-
cium oxalate monohydrate crystals in cultured LLCPK 1-
cell after an apical oxalate load. (b) One of the calcium 
pre-ionization edge images from the crystals. (c) Cal-
cium net-intensity distribution image (after a norm grey 
intensity stretch). Power-law fitting over a rather short 
r-range and extrapolation. (d) Binary calcium net-in-
tensity distribution image, all calcium containing parts 
are in white. Bars = 15 µm (in a) and 4 µm (in b; c and 
d show the same area as in b). 
of boron is indicated by the black central part of the 
melanosomes. Among the set of melanosomes present in 
Figure 9c, some have incorporated boron while others 
have not. 
Concentration-distribution images 
In the next image acquisition experiments, the 
number of images is increased, and an attenuation filter 
is introduced in the optical path to the TV camera. Our 
images were taken below the iron edge (at 628, 648, 
668, 688 eV) and two beyond the iron edge (at 718 and 
738 eV) without a filter. Subsequently, with an optical 
filter (O.D. = 5) introduced, one image each in the E(zl) 
region (0-15 eV) and the low-loss region (15-30 eV) is 
acquired with the same camera-gain. Off-line applica-
tion of a linear fitting procedure to the images below the 
EFe edge position resulted, after extrapolation, in the 
iron IL net-intensity images. All pixel values in the "op-
tical-filtered" E(ztrimage are multiplied by 105, repre-
senting (partially) the total mass of the irradiated area 
( = Irimage). The 1R *Fe-image is now calculated by 
IL/(IT). This set of images is shown in Figure 10 for a 
siderosome. 
The use of Bio-standards in the quantification process 
The use of Bio-standards with a known (externally 
determined) immobilized element concentration, present 
in an organic matrix more or less similar to the cellular 
matrix, has become common practice, e.g., in X-ray-mi-
croanalysis [7, 9, 10, 18-25, 27, 63, 75, 80]. Use of 
similar Bio-standards as test specimens for a variety of 
EELS-related aspects [26, 27] and for the quantification 
of biological specimens with EELS analysis [81-83] has 
been proposed. 
The use of Bio-standards in EELS may be theoret-
ically justified as follows: denoting the number of atoms 
of element x per unit area by Nx, the total number of 
atoms per unit area by NT, and the atomic concentration 
of element x by Cx: 
where NA is Avogadro's number, pis the physical densi-
ty, A is the atomic mass, and t = the section thickness. 
In a binary system, e.g., when the concentration of iron 
in pure carbon is required, Pc and Ac are known. In 
biological systems, the cell matrix is composed of vari-
ous elements (C, H, 0, N, P, S) which may vary rather 






Figure 9. (a). The contrast-sensitive f½so eV image of melanosomes containing cells. (b). The boron gross-intensity 
image. (c) The boron net-intensity images acquired following a linear fitting of three r-range images and 
extrapolation. (d). The boron net-intensity image of Fig. 9c is superimposed over Fig. 9a. The melanosomes that 
do contain boron are black. Bar = 10 µm. (all four images at same magnification). 
Figure 10. (a) Gross Fe-image. (b) Fe IL net-intensity image, derived from Fig. I0a after linear fitting of 4 pre-
ionization edge images (not shown) and extrapolation. For representation the contrast is stretched (norm grey). (c) 
"Optical-filtered" E(zl) image (O.D. = 5 filter). (d) Resultant 1R*Fe-image (WA = 15 eV). Bar = 200 nm (all four 
images at same magnification). 
Figure 11. (a) Fe gross-intensity image of a Fe-containing Bio-standard. (b) Fe net-intensity (Ii,) image derived from 
Fig. I la after linear fitting of 4 pre-ionization edge images (not shown) and extrapolation. (c) Zero-loss "optical-
filtered" E(zl) image taken with an O.D. = 5 filter. (d) Resultant 1R\e image (WA = 15 eV). Note the higher iron 
concentration at the bead's rim. Bar = 200 nm (all four images at same magnification). 
701 
W.C. de Bruijn et al. 
Table 2. Area fractions (in pixel % ) of the cytoplasm/Epon and the three discriminated iron ([Fe]) concentrations 
(shown in Fig. 12b as white, grey and dark grey), and those of the iron concentration distribution images of 718 eV/ 
zero-loss and 738 eV /zero-loss from the same siderosome. 
Image Object Cytoplasm/EPON 
718 eV/Zero-loss Siderosome 16.3 
Standard 90.7 
738 eV/Zero-loss Siderosome 11.1 
Standard 69.9 
718+738 eV/Zero- Siderosome 8.9 
loss + low-loss Standard 74.8 
drastically in local composition, this matrix composition 
is unknown and the mean A and p have to be estimated 
as accurately as possible. 
At a particular edge (EK,L,M,N), the net-intensity 
signal Ix, due to the presence of element x, is related to 
Nx through the expression: 
(4) 
In eq. 4, ux is the partial cross-section of element x. It 
expresses the probability that an incident electron inter-
acts with the element x and will create the particular 
edge phenomenon. The constants {3 and d are instru-
mental parameters; IT is the total intensity. When a sec-
ond element y is present in the same irradiated volume, 
and its intensity contribution is acquired in the same 
spectrum, Iy is similarly expressed as: 
Iy(/3,d) = Ny* IT(/3,d) * uy (5) 
When it is sufficient to know the ratio of the concen-
trations of element x toy, than: 
(6) 
thus, the IT value is eliminated and the ratio of concen-
trations of elements x and y is independent of A and p. 
Theoretical considerations of the u-values can be found 
in the literature [56]; computer programs are available 
to estimate the various u values [see 35]. It has been 
reported however, that the theoretically expected ratio 
(eq. 6) may not be observed due to differences in sensi-
tivity of the two elements for beam damage [30]. 
When, in one ultrathin section, an element (x) is 
present in an unknown concentration at one site (1) and 
as a known concentration in the Bio-standard in a second 
site (2), element net-intensities may be related to each 
other. Provided it may be assumed that: a) uxl = ux2, 
(b) txl = tx2 and (c) Nx1 = Nx2, the following relation-
ship holds: 
Nxl I Nx2 = (Ix1/In) / (Ix2/In) (7) 
When Nx1 is much different from Nx2, a correction 
procedure has to be applied [9, 10]. In previous papers 




[FeiJ [Fe2] [Fe3] 
61.4 22.2 0.1 
8.7 0.4 0.2 
40.4 46.2 2.3 
27.6 1.9 0.6 
37.4 49.2 4.5 
23.2 1.4 0.6 
When, as assumed above, Nx2 is the known concentra-
tion, then: 
Nxl = (R\1 / R\z) * Nx2 (9) 
In practice, (Nx2/R \ 2) may be replaced by one single 
factor, f; because previously it turned out that the mean 
R * xz ratio, acquired from several Bio-standard cross-sec-
tions was, within limits, rather constant [10, 24]. 
Segmentation of the iron concentration-distri-
bution image. In Figures lla-d, a set of images of a 
Fe-Bio-standard is shown, these corresponds to the ac-
quisition of the siderosomal set shown in Figures !Oa-d. 
When the grey values in Figure l ld are objectively seg-
mented, the mean grey value, representing the "known" 
iron concentration, is obtained. Similarly, the sideroso-
mal iron-concentration image (Fig. 10d) is segmented, 
separating the iron-containing sites from the cytoplasm. 
The remaining iron-related grey values can be scaled in 
multiples of this mean Bio-standard value. The resultant 
concentration classes are each given a false color or, are 
given different grey tones in the print. The area fraction 
of each of these concentration zones can be calculated. 
In this way, the influence of the attenuation filter is nul-
lified in this calculation. The results shown in Figure 12 
are from the same acquisition run as shown in Figures 
10 and 11. In Figures 12a,b, the Wt:. is increased to 30 
eV, by adding two iron net-intensity images (718 + 738 
eV) to get one IL-image, which was subsequently divided 
by two added images from the zero-loss region (Izl+ll). 
In Figure 12b, segmentation in three-iron concentration 
classes is shown. In Table 2, the calculated areas of the 
three classes are given ([FeiJ-[F~]; [F~] > [Fe2] > 
[Fe 1]). Moreover, according to expectation, the multipl-
icative shading present in the added images is removed 
by dividing the two added im_ages b!, the a_dded zero-loss 
plus low-loss image, to obtain the R*Fe-1mage. 
Discussion 
The instrumentation for EELS has proceeded to a 
level where both structural- and compositional analyses 
of biological entities can be performed adequately. Reli-
able, in situ acquired, qualitative information about the 
chemical elements in defined morphological structures 
can be obtained from cells and tissues. The introduction 
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Figure 12. (a) Iron concentration image similar to Fig. (10d); the A-range is increased to 30 eV (718 + 738 eV di-
vided by the zero-loss plus low-loss images). (b) Iron-concentration segmentation image of Fig. 12a. Segmentation, 
based upon the mean grey-value of the Fe-Bio-standard into three classes (white, mainly the ferritin outside the sider-
osome, light grey and dark grey inside the siderosome, cytoplasm = black). 
of TV-and CCD-cameras coupled to powerful computers 
allow spectra and images to be extracted from the micro-
scope for further, digital quantitative processing. The 
part of off-line computer-assisted spectrum manipulation 
and image reconstruction has become increasingly im-
portant and time consuming. Consequently, the mathe-
matical processing of the digital information in spectra 
and images is now dominating the final result to a large 
extent. The old adage about absence or presence of 
items of interest or (reaction) products: "seeing is be-
lieving" has been replaced by concepts like: signal to 
noise ratio and precision and accuracy. 
By the combination of EEL spectral- and ESI-ana-
lysis, the early claims [l-4, 42, 43, 65] about the high 
spatial resolution of the element information have been 
confirmed [12, 15, 28, 80, 83]. For small particles with 
a high local concentration (colloidal gold = 100 wt% 
Au; colloidal thorium oxide = - 88 wt% Th; ferritin = 
- 30 wt% Fe), reliable structural measurements in im-
ages can be performed, after objective segmentation. A 
spatial "resolution" of 1-2 nm, with a reasonable preci-
sion (coefficient of variance = 20%) and with 25-50 pi-
xels per particle can be obtained. However, 50 pixels/ 
particle is too low a number for accurate area measure-
ments [ l 00]. Improvement of the accuracy by increasing 
the number of pixels per frame from 5122 to 2048 2 will, 
for such small particles, be feasible though marginal. 
The improvement will be appreciable for particle diame-
ters over 10 n !11 [ 100]. 
The compositional analysis suffers somewhat 
more from inaccuracy and imprecision. The main pro-
blem is to bridge, during spectral and image acquisition, 
the differences in the intensity range between the ele-
mental- and E(zl+ll) region. The proposed introduction 
of calibrated attenuation filters in the optical path to the 
TV-camera overcomes this practical problem. It allows 
the acquisition of images and spectra in the [E(zl+ll)] re-
gion with the same camera-gain setting as the one re-
quired for the edges. It is expected that the use of the 
attenuation filters will improve the precision of the anal-
yses. It is realized, that the type of PEELS analysis with 
a TV-camera is a "poor man's solution" as compared to 
the genuine 1024 diode array detector, but: (1) the same 
detector may be used for images as well as for spectra, 
(2) it allows one to install in the C-mount connector the 
optical filter set, and (3) in that way the dynamic inten-
sity-range restrictions can be bridged. 
In this review, we have tried to bridge the gap be-
tween quantitative spectral- and image analysis, to some 
extent related to the instrumental conditions present in 
the Zeiss EM 902. Theoretically, both results have to 
be the same but practical differences may occur. Our 
results are shown in Figures 6-12. Initially, using the 
attenuation filters for the iron PEELS spectra, the spec-
tral values (lcorr) have been obtained by the application 
of an equation proposed by Ross-Messemer et al. [76]. 
Later it turned out that in our case, with the use of the 
camera light controller, the image for the shading cor-
rection (=Ishad) and the dark current image (=Idark) of 
the iron region were virtually identical and did not con-
tribute to the correction of the Iacq Fe-intensity images. 
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For the acquisition of the Izl+ll image values, corrected 
for the Ishad acquired under the same condition with the 
optical filter, the spectrum includes a part before the 0 
eV region. This portion contains the Idark contribution, 
and has been subtracted from the whole spectrum. Al-
though, it turned out that the shading of the images was 
nullified, the shading of the PEELS spectra is still a 
problem, not completely solved. The usual option for 
additive shading, applicable for images, by the subtrac-
tion of an out-focus image, did not work for the rather 
intense images from the energy-dispersed line. We used 
a slight lateral translation of the energy-dispersed line on 
the TV screen. Inaccuracies, in the acquisition of the 
parallel spectra have a great influence on the outcome of 
the fitting procedure. We have not yet completely mas-
tered the noise, present in the lateral aspect of the spec-
trum ( = perpendicular to the energy-scale direction). 
In Figure 8, the presence of calcium, in calcium 
oxalate monohydrate (COM) crystals inside polarly-cul-
tured proximal tubule cells (LLCPK 1) is shown after an 
oxalate load at the apical side of the cells. Previously, 
we have tried to estimate the calcium concentration of 
such calcium oxalate monohydrate crystals observed in-
side rat proximal-tubule cells after an oxalate-stone-
inducing diet [82]. The acquired concentration values 
were close (-3 to +5 wt%) to the theoretical calcium 
fraction in such crystals. However, the standard devi-
ation was rather large, due to the high beam sensitivity 
of such crystals. The use of the optical filter might 
improve the results in future. 
In Figure 9, a set of images is shown demonstrat-
ing the relative boron concentration in melanosomes in 
B16 cells co-cultivated for 24 hours with borocaptate so-
dium. However, a reliable boron Bio-standard is not yet 
available, so the bias cannot yet be estimated. In this 
set, we showed the possibility of the combination of 
structural and compositional images. In Figure 9c, 
boron positive- and negative melanosomes are present. 
Some boron positive melanosomes with a low concentra-
tion, present in Figure 9c, are not indicated as such in 
Figure 9d. The additional segmentation procedure to 
create the overlay, shown in Figure 9d, causes some 
positive melanosomes to be excluded, as their grey value 
differs only slightly from the mean background level. 
The fitting procedure for boron spectra below 188 eV is 
rather complicated. But, the observation that in similar 
cell organelles, 24 hour-incubations with several other 
boronated compounds do not give net-intensity boron im-
ages, convinced us that true boron is visualized and 
hence incorporated. Moreover, we noticed that the or-
ganic boron compounds are rather beam sensitive and 
are easily removed during observation. On the other 
hand, power-law-fitting procedures were less convincing 
in the demonstration of boron in the boron-positive 
marked particles in spite of clear edges in the spectra. 
The use of Bio-standards is advocated for the esti-
mation of the bias of the analyses. Usually, the element 
concentrations of the Bio-standards, as determined by 
neutron activation analysis (NAA), are given in weight 
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percent rather than as atomic concentrations, so a con-
version must be applied. For that purpose, the p and the 
mean A of the matrix of the Bio-standards have to be de-
termined. Procedures to acquire these values have been 
described [21, 22, 75, 82]. A prerequisite for accurate 
analyses is the homogeneity of the element distribution, 
both within one cross-sectioned Bio-standard and be-
tween the various Bio-standard cross-sections. The 
presence of an outer rim with a higher iron concentration 
than the mean concentration inside is not a common ob-
servation. It has been shown [7, 21] with the use of 
X-ray microanalysis, that the intra- and inter-bead varia-
tion is the same and between 15-20%. As a conse-
quence, this Fe standard is certainly not ideal. So, sev-
eral acquisitions from the Bio-standards have to be made 
to obtain a reliable mean value for R * x2• The use of the 
Bio-standards, as a way to estimate the bias in the ac-
quired quantification procedures, assumes a linear rela-
tion between the standard and the unknown. This might 
not always be the case. 
The experiments in which the mean 1RFe is com-
pared with the mean 5RFe value were performed to as-
sure that such 1RFe value could replace the 5RFe value. 
It demonstrates the use of Bio-standards as a calibration 
aid. The differences between the two values might be 
caused by the differences in their acquisition by the 
PMT or TV camera. Initially we had the idea to find, in 
the a-region, a 1Rx value that could be used as a substi-
tute for the serially acquired spectral value from that 
area. However, this idea was abandoned, when later re-
sults showed that net-intensity images could be added, to 
increase the a-range. An obvious conclusion from our 
experiments, shown in Figures 7a-k, is that the fitting 
procedure do influence the final result, and only the ex-
ponential fitting procedure gives the correct answer, for 
the compositional image analysis, in spite of the rather 
complex image computation. 
Another aspect is the measurement of the section 
thickness t, and the mean free-path. We assumed here 
that: tx1 = tx2 , which still has to be demonstrated. It 
has been shown that the mean free path (A) for the em-
bedding medium epon is about 112-118 nm, for 80-100 
keV electrons [35, 54, 55, 61, 70, 71]. Recently, Door 
et al. [29] measured A-values for epon that deviated by 
about a factor of 2 from the calculated values (Aepon = 
208 ± 3.2 nm). We obtained, by re-embedding of (elec-
tron-optically) measured sections, a similar value for our 
epon medium (Aepon = 209.1 nm). This aspect has to be 
further investigated, because section thicknesses calcu-
lated with the "'epon = 112-118 nm are unrealistically 
low [82]. 
Quantitative EELS analyses through ESI can be 
performed and will result in true concentration-distribu-
tion images. In such images both the area occupied and 
the concentration in that area can be determined. The 
application of the attenuation filters in the optical path 
to the TV camera aids in the acquisition of reliable zero-
loss and low-loss images (and spectral values in PEELS 
spectra). The presence of cross-sectioned Bio-standards 
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with a known externally determined concentration aids 
in the determination of the bias in the analyses. The 
minimum number of images in the pre-edge region for a 
adequate fitting still has to be established. In practice, 
there is no limitation of the number of images needed for 
the width of the ii-range, as addition of images can be 
performed. In both cases, the criteria valid for spectra 
have to be applied for the images. Initially we have 
chosen the intervals between the images about 5 eV 
larger than the slit width, to prevent overlap. Later it 
turned out that when the slit width is carefully calibrat-
ed, this margin can be reduced to 1-2 eV. We did not 
investigate the influence of the slit width in great detail. 
Reduction below 10 eV is possible but interferes with 
the "exposure time" when images around edges, far 
away from the zero-loss zone, have to be recorded. In 
principle, a rather high number of 3-5 eV-wide images 
may be used to reconstruct parallel EELS spectra (im-
age-based EELS). There is a change in the area frac-
tions and in the iron concentrations when the three iron-
concentration images are objectively segmented (Table 
2). It remains to be proven, that the values acquired 
with a ii-range of 30 eV, are to be preferred. The dura-
tion of the image processing as compared to the duration 
of the spectrum processing is at present rather long 
(hours versus minutes) which favors the latter. How-
ever, when the duration of the processing can be re-
duced, EELS analysis by ESI might be an alternative for 
heterogeneous objects in cells and tissues. 
In addition to the instrumental improvements, two 
new aspects deserve attention: (1) Recently, Bonnet, 
Trebbia and coworkers [89, 90) proposed an alternative 
method for continuum "correction" in ESL This new 
method is non-parametric in a way, that it does not as-
sume any parametric form of the behaviour of the con-
tinuum. The method uses the formalism of correspon-
dence analysis [38, 39, 89, 90). Very recently, Gelsema 
et al. [38, 39] have proceeded along that line to explore 
the merits of this method for quantitative purposes, with 
the use of EM902 EFTEM images. It has been shown, 
that the application of this method to series of EM 902-
images acquired around the iron edge, resulted in the 
segmentation of noise-free, Fe-net-intensity images. 
Whether these iron net-intensity images can be used for 
the calculation of quantitative iron-concentration-dis-
tribution images remains to be shown. Moreover, the 
results of the parametric processing, from a certain set 
of images, has to be compared to those of the non-para-
metric processing. (2). The other aspect is the use of 
computer models to investigate the influence of the vari-
ous instrumental parameters involved in quantitative im-
age analysis upon the final result. Aspects of accuracy 
and precision of spectral analysis have been discussed by 
various authors [13-15, 35). Computer models permit 
one to simulate experiments, which physically are cum-
bersome to be performed on the microscope. It makes 
the operator aware of the influence of instrumental pa-
rameters and other aspects of the applied method on the 
final result. 
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In conclusion, EFTEM has become a mature ana-
lytical method for biological materials. EELS analysis 
by electron spectroscopic imaging can contribute to the 
in situ analysis of heterogeneous objects frequently pre-
sent in cells and tissues. New instrumental improve-
ments introduced recently will certainly contribute con-
siderably to further maturation. 
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Energy Filtering TEM in Biological Specimens 
Discussion with Reviewers 
G.M. Roomans: You take the average of five sequen-
tially measured spectra; is any mass Joss noticeable and 
do you need to correct for this? 
Authors: In spite of the use of a remote control system, 
mass-loss is present and measurable in series of (200 eV 
wide) serially acquired spectra. Previously, the degree 
of mass loss in multiple acquisitions from the same ana-
lyzed area has been estimated with the use of Ca-Bio-
standards [81]. In short, there is an initial rise in Rea 
value followed by a decrease after the fourth and fifth 
analysis. From these results, we concluded that the 
number of acquisitions has to be kept as small as possi-
ble, but up to five spectra as a maximum might be ac-
ceptable (Wr = 25 eV, W 8 = 50 eV, diameter of objec-
tive-lens diaphragm = 90 µm). 
R.D. Leapman: To what extent is the spatial resolution 
of parallel EELS limited by chromatic aberration effects 
in ESL 
Authors: The dependence of the chromatic aberration 
effects in relation to the slit width are discussed in the 
literature [35]. In short, for this type of spectrometer, 
the final image is considered to be achromatic and inde-
pendent (to the first order) of the width of the energy-se-
lecting slit. To acquire a line spectrum, the system is 
slightly misaligned. However, this does not interfere 
with the spatial resolution and even might improve the 
energy resolution. The energy resolution is dependent 
upon the stability of the high-voltage supply to the elec-
trostatic mirror. Due to the slight curvature created in 
the electrostatic mirror, the peripheral parts of the image 
might deviate slightly from the central part. In the cyto-
plasm in Figure 12, ferritin particles outside the sidero-
some are not clearly resolved. This might be due to the 
(too low) number of pixels per particle and/or the mathe-
matical exercises applied to the images (addition, divi-
sion, etc.) or due to drift. 
R.D. Leapman: What are the minimum detectable 
atomic fractions of the biologically important elements, 
P, Ca and Fe in the: (a) ESI-mode, and (b) in the paral-
lel EELS mode for the energy-filtering microscope? 
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Authors: The answers to these rather important ques-
tions have not yet been obtained by us. This is partially 
due to the fact that a reliable value for the total mass 
was difficult to achieve. Anticipating upon the results 
for the mentioned elements we think: 1. For phospho-
rus, quantification will be difficult, if not impossible, 
due to the low edges in the spectra. 2. Quantification 
of Ca, is hampered by the presence of carbon plasmon 
losses in the r region, but will be obtainable. 3. 
Quantification for Fe is feasible. When it is assumed, 
that the PEEL-spectrum of the Bio-standard shown (Fig. 
6b) is "representative for the mean of 1800 Fe atoms", 
and the standard deviation in the r-range is estimated by 
eye, the minimum number of iron atoms to be detected 
in that analyzed area can grossly be estimated not to 
come below the 180 atoms. Noise reduction or elimina-
tion, in PEEL spectra and images will be the best 
approach for improvement. The same holds for the ima-
ges shown in Figure 12, where the ferritin iron concen-
tration (in white) is in the range of the Bio-standard. In 
principle, there might be (to the best of our knowledge) 
no difference in the final results whether spectra are ac-
quired serially or in parallel, apart from the gain in ac-
quisition time. For images, there is no theoretical dif-
ference since to each pixel of the set of images, the same 
mathematical procedure is applied as is applied to the 
values in the channels of the spectra. However, an addi-
tional factor which might deteriorate the final result is, 
e.g., the objective segmentation, when, at low concentr-
ations, in the grey-value frequency histogram, the two 
populations are hard to separate (see Fig. 9d). 
R.D. Leapman: What is the estimated experimentally 
determined detective quantum efficiency (DQE) of the 
SIT camera for the parallel-recorded spectra in Figure 7? 
Authors: We have not experimentally determined the 
DQE of our SIT camera. Such camera systems have 
been reported to possess an improved DQE, by a factor 
of 7-8, as compared to the DQE of the PMT-recording 
system(= 0.1). 
